AD 


Award  Number:  DAMD17-00-1-0406 


TITLE:  Detection  of  Breast  Microcalcification  Under  Ultrasound 

Using  Power  Doppler  and  Acoustic  Resonance  Imaging 

PRINCIPAL  INVESTIGATOR:  Susan  P.  Weinstein,  M.D. 


CONTRACTING  ORGANIZATION:  University  of  Pennsylvania 

Philadelphia,  Pennsylvania  19104-3246 


REPORT  DATE:  July  2001 


TYPE  OF  REPORT:  Annual 


PREPARED  FOR:  U.S.  Army  Medical  Research  and  Materiel  Command 
Fort  Detrick,  Maryland  21702-5012 


DISTRIBUTION  STATEMENT:  Approved  for  Public  Release; 

Distribution  Unlimited 


The  views,  opinions  and/or  findings  contained  in  this  report  are 
those  of  the  author (s)  and  should  not  be  construed  as  an  official 
Department  of  the  Army  position,  policy  or  decision  unless  so 
designated  by  other  documentation. 


REPORT  DOCUMENTATION  PAGE 

Form  Approved 

0MB  No.  074-0188 

Public  reporting  burden  for  this  collection  of  information  is  estimated  to  average  1  hour  per  response,  including  the  time  for  reviewing  instructions,  searching  existing  data  sources,  gathering  and  maintaining 
the  data  needed,  and  completing  and  reviev/ing  this  collection  of  Information.  Send  comments  regarding  this  burden  estimate  or  any  other  aspect  of  this  collection  of  information,  including  suggestions  for 
reducing  this  burden  to  Washington  Headquarters  Services,  Directorate  for  Information  Operations  and  Reports,  1215  Jefferson  Davis  Highway,  Suite  1204,  Arlington,  VA  22202-4302,  and  to  the  Office  of 
Manaaement  and  Budqet,  Paperwork  Reduction  Project  (0704-0188),  Washington.  DC  20503 _ _ _ _ _ — - 

1 .  AGENCY  USE  ONLY  (Leave  blank)  2.  REPORT  DATE 

July  2001 

3.  REPORT  TYPE  AND  DATES  COVERED 

Annual  (1  Jul  00  -  30  Jun  01) 

4. 

Detection  of  Breast  Microcalcification  Under  Ultrasound  Using  Power  Doppler  and 
Acoustic  Resonance  Imaging 

5.  FUNDING  NUMBERS 

DAMD17-00-1-0406 

6.  AUTHOR(S) 

Susan  P.  Weinstein,  M.D. 

7.  PERFORMING  ORGANIZATION  NAME(S)  AND  ADDRESS(ES) 

University  of  Pennsylvania 

Philadelphia,  Pennsylvania  19104-3246 

E-Mail:  weinstei@oasis.rad.upenn.edu 

8.  PERFORMING  ORGANIZATION 

REPORT  NUMBER 

9.  SPONSORING  /  MONITORING  AGENCY  NAME(S)  AND  ADDRESS(ES) 

U.S.  Army  Medical  Research  and  Materiel  Command 

Fort  Detrick,  Maryland  21702-5012 

-  20011 

10.  SPONSORI 
AGENCY  R 

130 1 

NG  /  MONITORING 

EPORT  NUMBER 

11.  SUPPLEMENTARY  NOTES  bww  I  | 

\JJ7 

12a.  DISTRIBUTION  /  AVAILABILITY  STATEMENT 

Approved  for  Public  Release;  Distribution  Unlimited 

12b.  DISTRIBUTION  CODE 

13.  Abstract  (Maximum  200  Words)  (abstract  should  contain  no  proorietarv  or  confidential  information) 

Frequently,  intraductal  breast  cancer  (DCIS)  presents  only  as  calcifications  without  an  associated  mass.  As 

DCIS  represents  as  much  as  a  third  of  mammographically  detected  cancer,  it  would  be  efficacious  to  image 
microcalcifications  by  as  many  modalities  as  possible  in  order  to  allow  flexibility  in  image  guided  biopsies.  We 
have  developed  a  technique  utilizing  acoustic  resonance  to  visualize  microcalcifications  under  ultrasound.  Our 
work  with  phantoms  show  that  ultrasound  coupled  with  acoustic  resonance  can  reliably  demonstrate  small 
calcific  particles  for  targeting  and  biopsy.  After  doing  extensive  evaluation  with  phantom  models,  we  have 
begun  evaluating  and  optimizing  the  technique  of  imaging  breast  microcalcifications  with  power  Doppler  and 
acoustic  resonance  using  ultrasound  in  patients  with  breast  microcalcifications  prior  to  biopsy. 

14.  SUBJECT  TERMS 

breast  cancer,  doPpler  imaging,  ultrasound,  diagnosis,  mammography 

15.  NUMBER  OF  PAGES 

15 

16.  PRICE  CODE 

1 7.  SECURITY  CLASSIFICATION  18.  SECURITY  CLASSIFICATION 
OF  REPORT  OF  THIS  PAGE 

Unclassified  Unclassified 

19.  SECURITY  CLASSIFICATION 

OF  ABSTRACT 

Unclassified 

20.  LIMITATION  OF  ABSTRACT 

Unlimited 

NSN  7540-01-280-5500  Standard  Form  298  (Rev.  2-89) 

Prescribed  by  ANSI  Std.  Z39-18 


298-102 


Table  of  Contents 


Cover . 1 

SF  298 . 2 

Table  of  Contents . 3 

Introduction . 4 

Body . 5-11 

Key  Research  Accomplishments . 11 

Reportable  Outcomes . 12 

Conclusions . 12 

References . 13 

Appendices . 13-16 


3 


Introduction: 


It  is  estimated  that  ductal  carcinoma  in  situ  (DCIS)  represents  20-30%  of  breast 
carcinomas  detected  on  screening  mammography  (1).  Since  the  1970’s  the  detection  rate  of 
ductal  carcinoma  in  situ  has  steadily  increased  with  the  wider  use  of  screening  mammography. 
The  detection  rate  for  women  less  than  50  years  of  age  was  reported  to  be  2.3  cases  per  100,000 
women  in  the  1970’s  increasing  to  6.2  cases  per  100,000  women  by  the  1990’s.  More 
dramatically,  in  the  group  of  women  over  the  age  of  50,  the  rate  has  increased  from  14.3  to  54.6 
per  100,000  (2)  in  the  same  time  period.  Frequently,  DCIS  presents  only  as  calcifications 
without  an  associated  mass.  As  DCIS  represents  as  much  as  a  third  of  mammographically 
detected  cancer,  it  would  be  efficacious  to  image  microcalcifications  by  as  many  modalities  as 
possible  in  order  to  allow  flexibility  in  image  guided  biopsies.  Currently,  even  with  all  the 
technical  advances  in  breast  imaging,  including  magnetic  resonance  imaging,  scintigraphy,  and 
ultrasound,  mammography  is  the  only  reliable  method  to  detect,  characterize  and  localize 
microcalcifications  for  biopsy.  We  have  developed  a  technique  utilizing  acoustic  resonance  to 
visualize  microcalcifications  under  ultrasound.  The  concept  of  acoustic  resonance  imaging 
(ARI)  is  based  on  the  size  of  the  microcalcifications  and  the  binding  strength  with  the 
surrounding  tissues  in  which  it  is  imbedded.  When  subjected  to  a  wide  frequency  range,  different 
sized  particles  will  resonate  at  different  frequencies  given  the  same  binding  environment.  By 
“tuning”  into  the  appropriate  frequency  range,  it  would  be  possible  to  selectively  visualize 
microcalcifications  of  varying  sizes 
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Body: 


Taskl 

At  the  writing  of  this  report,  we  are  approximately  9  14  months  into  the  project  since  the 
inception.  The  earliest  part  of  the  activity  focused  on  the  organizational  aspects  of  the  project. 
This  included  implementation  of  the  plans  for  establishing  the  database  and  training  for  patient 
recruitment  and  approval  of  the  study  from  the  University  Institutional  Review  Board.  We  have 
constructed  a  stand  with  a  vibration  device  that  connects  into  the  ultrasound  scanner  to  vibrate 
and  image  calcifications  within  the  breast.  This  device  is  fully  operational  and  dedicated 
completely  to  the  project.  The  main  component  of  this  system  consists  of  a  board  with  a 
processor  chip  ADSP21 8 1  (Analogic  Devices).  With  the  help  of  a  special  computer  program 
loaded  onto  the  EPROM  of  the  chip  on  the  DSP  board  signals  2  volts  (peak  to  peak)  are 
generated  in  the  frequency  range  of  10  Hz  to  20  kHz.  The  frequency  of  the  vibration  is  stepped 
up  at  a  regular  interval  of  30  milliseconds  or  it’s  multiple.  Using  this  system  the  frequency  of 
vibration  is  scanned  at  a  known  scale  and  known  amplitude.  The  output  from  this  device  is  used 
to  drive  the  vibrations  of  the  transducer  through  an  amplifier.  The  DSP  board  also 
communicates  with  the  video  signal  obtained  directly  from  an  ultrasound  scanner.  All  the 
information  related  to  the  frequency  and  amplitude  of  the  vibration  device  in  encoded  onto  each 
video  frame  by  co-registering  the  image  and  vibration  data  on  video  frames.  We  are  able  to 
synchronize  the  two  modes  of  operation,  i.e.,  the  imaging  and  vibration  of  the  breast. 

Each  resonance  experiment  generates  a  time  series  of  images  depicting  vibration  of 
calcium  particles.  Each  scan  takes  approximately  1  minutes  and  50  secs.  At  the  video  frame  rate 
of  30  images  per  second,  this  generates  approximately  1 10  x  30  =  3,  300  images.  An  algorithm 
was  developed  to  reduce  the  data  by  sorting  the  images  on  the  basis  on  frequency  of  vibration. 


5 


These  images  are  subsequently  used  with  a  computer  program  developed  in  the  ultrasoimd 
laboratory  at  the  University  of  Pennsylvania  to  analyze  the  vibration  response  of  the  breast 
calcifications. 

After  initial  organization  and  technical  development,  we  focused  on  designing  tissue 
mimicking  phantoms  and  using  these  phantoms  to  evaluate  the  performance  of  the  vibrational 
device.  Several  different  approaches  were  tried  for  constructing  the  phantoms.  Best  results  were 
obtained  by  using  distilled  water  and  gelatin  in  the  ratio  of  5  parts  distilled  water  to  1  part 
gelatin.  The  mixture  was  heated  to  50  degrees  Celsius  while  stirring  constantly.  The  mixture 
was  maintained  at  this  temperature  till  all  the  gelatin  was  dissolved.  Special  care  was  taken  to 
avoid  any  frothing  or  bubble  formation  due  to  stirring.  A  small  volume  (2  ml/100  ml  of  this 
solution)  of  isopropyl  alcohol  was  added  to  break  small  bubbles.  The  solution  was  allowed  to 
cool  to  set  the  gelatin.  The  calciiun  particles  from  crushed  chalk  and  seashells  were  imbedded  in 
phantoms  by  controlled  melting  of  regions  within  the  phantom  and  dropping  calcium  particles 
into  the  melted  area.  These  particles  gradually  sank  as  the  overlying  liquid  solidified. 

While  the  technique  of  phantom  construction  was  successful  and  it  allowed  us  to  prepare 
the  phantoms  on  a  regular  basis,  there  are  two  limitations  that  need  further  improvement.  The 
first  deals  with  the  control  of  the  size  of  the  calcium  particles.  The  sizes  of  the  particles  are 
measured  before  they  are  imbedded  into  the  gelatin.  Often  these  particles  tend  to  aggregate 
together  during  the  imbedding  process  thus  leading  to  the  formation  of  greater  than  the  size  of 
the  original  particle.  Secondly,  in  theory,  the  precise  frequency  of  resonance  depends  on  the 
strength  of  binding  between  the  calcium  particles  and  the  surrounding  tissues.  With  our  current 
approach,  it  is  not  yet  been  feasible  to  control  the  precise  nature  and  strength  of  these  bindings. 
As  a  result,  the  peak  frequency  of  resonance  exhibits  variation  from  one  sample  to  another.  We 


6 


are  in  the  process  of  evaluating  if  the  purity  of  water  and/or  the  nature  of  the  gelatin  used  have  a 
role  to  play. 

The  third  phase  of  the  program  focused  on  using  tissue-mimicking  phantoms  along  with 
the  gelatin  phantoms  to  evaluate  the  phenomenon  of  acoustic  resonance.  The  results  of  this 
study  have  been  very  successful  and  have  been  submitted  for  publication.  Calcium  carbonate 
particles  imbedded  in  gelatin  and  turkey  breast  tissue  were  visualized  using  acoustic  resonance 
imaging  and  power  Doppler.  Sonography  revealed  power  Doppler  detection  corresponding  to 
the  location  of  the  calcium  carbonate  particles.  Correlation  between  power  detection  and  the 
location  of  the  calcium  carbonate  particles  was  confirmed  with  core  needle  biopsy  of  the  area  of 
power  detection  and  specimen  radiograph.  A  Bard  14  gauge  disposable  core  biopsy  needle  (Bard 
Monopty  Biopsy  Instrument,  C.R.  Bard,  Inc.,  Covington,  GA)  was  used  to  biopsy  the  region  of 
interest  while  scanning  real  time  using  power  Doppler  coupled  with  ARI.  Multiple  samples 
were  obtained  through  the  phantom  in  the  region  of  maximum  power  detection.  The  core  biopsy 
samples  were  placed  in  a  container  (Beekley  Corporation,  Bristol,  CT)  and  x-rayed 
(Instrumentarium  alpha  RT,  Milwaukee,  WI)  at  22  kvp  and  6  mas  with  1.8  x  magnification  to 
confirm  that  the  biopsy  target,  the  region  of  power  Doppler  detection,  corresponded  to  the 
calcium  carbonate  particles. 

The  calcium  carbonate  particles  were  readily  visible  within  the  gelatin  phantoms  with  the 
B-scan  mode.  With  power  Doppler  evaluation,  a  trend  of  gradual  increase  in  power  detection 
was  seen  in  the  region  of  the  calcium  carbonate  particles  resulting  in  a  maximum  power  level 
detection  between  the  frequencies  of  »200  -  300  Hz  followed  by  a  gradual  decrease.  With  the 
frequency  fixed  between  «200-300,  the  area  of  maximal  power  detection  was  targeted  and  cored 
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using  a  disposable  core  biopsy  device.  The  x-rayed  samples  demonstrated  the  presence  of  the 
calcium  carbonate  particles. 

The  turkey  phantom  was  also  ultrasounded  in  the  B-scan  mode  and  with  power  Doppler. 
Unlike  in  the  gelatin  phantom,  the  calcium  carbonate  particles  were  not  easily  visible  in  the  B- 
scan  mode  in  the  turkey  phantom.  When  power  Doppler  was  used,  a  similar  trend  was  seen  as  in 
the  gelatin  phantoms.  Maximal  power  Doppler  was  detected  at  «200  Hz  followed  by  a  decrease. 
In  the  simple  gelatin  phantom,  the  microcalcifications  are  visible  without  power  Doppler 
imaging,  allowing  for  direct  correlation  between  the  location  of  the  particles  and  the  area  of  color 
level  detection.  Unlike  the  homogeneous  background  of  the  gelatin  phantom,  the  turkey 
phantom  model  more  closely  approximates  the  human  breast  tissue  with  muscle  striations  and 
specular  interfaces  similar  to  the  appearance  of  Cooper’s  ligaments  and  other  specular  reflectors 
in  the  human  glandular  tissue.  Therefore,  the  location  of  the  calcium  carbonate  particles  is  not 
obvious,  until  the  power  Doppler  coupled  with  ARI  is  used.  The  area  of  power  level  detection 
was  core  biopsied  in  both  types  of  phantoms,  and  x-rayed,  confirming  that  it  indeed 
corresponded  to  the  calcium  carbonate  particles. 

Task  2 

We  are  currently  in  the  process  of  implementing  studies  dealing  with  the  evaluation  of 
the  technique  in  patients.  Towards  this  task,  we  have  implemented  techniques  for  digitizing 
mammograms  and  analyzing  Doppler  images.  This  includes  measuring  MCL  (the  mean  color 
level),  percent  area  and  color  weighted  firactional  area.  To  date  we  have  recruited  3  patients  in 
this  study.  In  the  next  3  months,  we  hope  to  follow-up  with  recruiting  more  aggressively. 
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Our  first  goal  was  to  identify  optimal  parameters  for  ultrasounding  patients.  Data  jfrom 
the  turkey  breasts  phantoms  with  and  without  imbedded  calcifications  was  used  to  provide  initial 
guidance  of  these  parameters. 

Following  imaging  parameters  for  ultrasounding  patients  on  with  ATL  5000  ultrasound  machine 
were  identified 

Imaging  frequency:  12  megahertz 
Echogain:  40% 

Persistence  of  power  Doppler  images:  medium 
Grey  scale  map  for  imaging:  Map  3 
Mechanical  index:  0.6 
Color  map  for  power  Doppler:  Map  1 
Pulse  repetition  frequency  (PRF):  1000 
Wall  filter  for  Doppler  imaging:  medium 
Frame  rate  of  imaging:  >  8  Hz 

Following  setting  were  identified  for  the  vibration  device 

Start  frequency:  50  hertz 

End  frequency:  600  hertz 

Step  size  for  frequency  increment:  5  hertz 

Interval  of  time  increment:  1  sec  (or  30  video  frames) 
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In  patient  1 ,  several  large  calcifications  were  observed  mammographically  at  the  1 1 :00 
location  in  the  right  breast.  These  calcifications  were  surrounded  by  smaller  clusters  of  calcium 
particles.  We  were  able  to  visualize  these  calcium  particles  on  gray  scale  imaging.  The 
resonance  scans  also  revealed  high  sensitivity  to  other  structures  as  well.  At  the  low  end  of  the 
frequency  spectrum,  50-140  Hz  some  connective  tissue  close  to  calcifications  also  exhibited 
motion  in  response  to  the  acoustic  resonance.  Since  our  goal  of  the  study  is  to  maximize 
visualization  of  the  calcifications  while  decreasing  the  background  noise,  it  was  decided  to 
decrease  the  gain  of  the  imaging  system  and  to  reduce  the  vibration  output  for  the  next  patient. 
On  pathologic  evaluation,  the  calcifications  that  were  biopsied  in  this  patient  were  benign. 

The  second  patient  recruited  for  this  study  had  calcifications  at  the  2:00  location  in  the 
left  breast.  The  area  of  calcifications  had  previously  been  biopsied  percutaneously  and  a  metallic 
clip  had  been  left  at  biopsy  site,  which  we  believe  would  serve  as  a  landmark  and  help  in  the 
identification  of  the  site  and  validation  of  the  technique.  Unfortunately,  no  enhancement  could 
be  seen  in  the  region  of  the  calcifications  with  resonance  imaging.  We  were  also  not  able  to 
locate  the  clip  directly  with  the  ultrasound.  The  lack  of  enhancement  could  be  either  because  we 
decreased  the  gain  of  imaging  of  vibration  of  our  system  more  than  what  was  necessary.  Second 
possible  cause  could  be  that  imaging  was  not  performed  at  the  location  of  the  calcification. 
Although,  we  use  the  mammographic  images  to  guide  us  to  the  approximate  location  of  the 
calcifications,  due  to  significant  differences  in  the  geometry  of  the  breast  during  mammographic 
and  ultrasound  examination,  it  is  sometimes  difficult  to  match  the  planes  of  imaging  between  the 
two  modes.  The  biopsy  results  in  this  patient  revealed  ductal  carcinoma  in  situ  and  invasive 
lobular  carcinoma. 
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The  third  patient  recruited  for  this  study  had  fine  calcifications  in  the  superficial  portion 
of  the  right  breast.  Scanning  was  performed  using  original  imaging  parameters.  In  this  case 
enhancement  of  calcification  was  observed  on  the  resonance  scans.  For  quality  control,  we  also 
ultrasounded  an  area  in  the  breast  that  did  not  contain  any  microcalcifications  using  the  identical 
parameters.  Scanning  of  the  region  without  calcifications  showed  no  enhancement.  Pathology 
results  of  the  calcifications  revealed  ductal  carcinoma  insitu. 

At  the  writing  of  this  report,  we  believe  we  have  not  yet  achieved  optimal  imaging 
parameters  for  scanning  patients  although  the  technique  is  effective  in  phantom  models.  There  is 
greater  tissue  variability  in  patients,  i.e.  the  amount  of  fatty  and  glandular  breast  tissue  than  in 
phantoms.  In  the  next  group  of  scans,  we  plan  to  focus  on  a  better  control  angle  between  on  the 
vibrational  device  and  the  transducer  and  optimize  the  gain  settings. 

Key  Research  Accomplishments: 

•  Designed  gelatin  and  tissue  phantom  models  to  evaluate  microcalcifications  using  ARI  and 
power  Doppler 

•  Obtained  University  IRB  approval  to  implement  the  technique  on  patients 

•  Set  up  database  for  recording  and  analyzing  data 

•  Began  patient  recruitment  and  evaluating/optimizing  the  technique  on  patients 
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Reportable  Outcomes: 

•  The  research  results  have  been  presented  at  the  meeting  of  The  Radiological  Society  of  North 
America. 

•  Our  manuscript,  Using  Acoustic  Resonance  Coupled  with  Power  Doppler  Imaging  to 
Visualize  Microcalcifications  in  Breast  Tissue  Phantoms,  has  been  submitted  to  the  journal 
Radiology  and  has  been  preliminarily  accepted  based  on  satisfactory  revision. 


Conclusions: 

In  summary,  over  the  short  duration  of  this  project,  we  have  made  significant  progress  on 
the  technical  front  in  implementing  the  technique  of  visualizing  microcalcifications  using 
acoustic  resonance  and  power  Doppler  and  evaluating  this  technique  on  phantoms.  While  we 
will  continue  to  conduct  and  improve  phantom  related  studies,  in  the  next  phase  of  the  program 
we  plan  to  optimize  and  evaluate  the  technique  in  the  patient  population.  Our  goal  is  to  assess  if 
the  calcifications  can  be  readily  visualized  using  acoustic  resonance  and  power  Doppler.  Once 
visualized,  we  hope  to  analyze  if  the  sonographic  characteristics  can  aid  us  in  differentiating  the 
malignant  fi'om  benign  calcifications. 
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